Stray light in single-monochromator Brewer instruments increases the uncertainty of solar UV spectral irradiance measurements and ozone retrievals. To study how spectral irradiance within and outside the measurement ranges of the instruments affects the stray light, two Brewer MKII instruments were characterized for the level of in-and out-of-range stray light at multiple laser wavelengths. In addition, several solar-blind filters utilized in single-monochromator Brewers to limit out-of-range stray light were characterized for spectral and spatial transmittances. Finally, the measurement results were used to simulate the effect of stray light and stray light correction on the spectral irradiance and ozone measurements at different wavelength regions. The effect of stray light from wavelengths above 340 nm was found to be negligible compared to other sources of uncertainty. On the other hand, contribution from wavelengths between 325 nm and 340 nm can form a significant portion of the overall stray light of the instrument, with 325 nm being the upper limit of the nominal measurement range of the instrument.
Services Inc. (2017) list tracking Brewer calibrations carried out by the International Ozone
Services. The higher level of stray light -the measured signal at one wavelength being affected by radiation at other wavelengths -in the single-monochromator instruments increases the uncertainty of UV spectral irradiance measurements compared with the double-monochromator instruments (Bais et al., 1996; Fioletov et al., 1997; Gröbner et al., 2006; Kerr & McElroy, 1993; Lantz et al., 2002) . This effect is largest at short UV wavelengths where the spectral irradiance level is low compared with the level of potential stray light contribution. The stray light also affects the ozone retrieval (Karppinen et al., 2015; Kerr, 2002; Kiedron, Disterhoft, & Lantz, 2008) , which in Brewer spectrophotometers is based on the ratios of signals at four wavelengths between approximately 310 nm and 320 nm (Kerr et al., 1985) . The effect is enhanced at long slant paths, i.e., when the solar zenith angle is high due to the latitude of the measurement site or the time of the measurement, as the increased ozone absorption decreases the short wavelength portion of the solar UV irradiance at ground level.
Several methods for stray light correction in single-monochromator Brewers have been proposed and studied. A straightforward method for stray light correction subtracts the signal level at the lowest measureable wavelengths, around 290 nm, from the measured spectral irradiance at all wavelengths (Bais et al., 1996; Kerr & McElroy, 1993; Lantz et al., 2002) . This method relies on the assumption that the amount of stray light does not change with wavelength. A more sophisticated method measures the slit function of the instrument at some wavelength, typically at the wavelength of 325 nm of a helium-cadmium (HeCd) laser, and performs a deconvolution of the measured spectrum with the slit function (Fioletov, Kerr, Wardle, & Wu, 2000; Karppinen et al., 2015; Kerr, 2002; Petropavlovskikh et al., 2011) . In this method, the slit function is assumed to retain its shape at different radiation wavelengths. Different authors use different wavelength ranges for the stray light correction, with termination wavelength ranging from 325 nm to 340 nm on the long wavelength side. Comparisons of the solar UV spectral irradiance results of single-monochromator Brewers with those of double-monochromator instruments show that while the performance of the single-monochromator instruments at short wavelengths March 12, 2018 Atmosphere-Ocean brewer˙stray˙light˙formatted is significantly improved by the stray light correction, there are still differences in the readings of the different instrument types especially at short UV wavelengths (Bais et al., 1996; Fioletov et al., 2000) .
The stray light studies so far have focused on the radiation in the in-range region of the instrument, i.e., the wavelength range covered by the mechanical movement of the monochromator, nominally between 290 nm to 325 nm for Brewer MKII and 287 nm to 363 nm for Brewer MKIV, as listed in the instrument manuals (SCI-TEC Instruments Inc., 1999a , 1999b . It should be noted that by carrying out the spectral measurement in multiple parts using different exit slits of the instrument, the measurement range can be extended to a degree, at least to 338 nm with Brewer MKII. Measurements and corrections in the out-of-range wavelength region are more difficult to carry out in practice, because the spectral responsivity of the instrument and the spectral irradiance level cannot be measured with the Brewer instrument at these wavelengths.
Since the single-monochromator instruments are equipped with bandpass filters that block radiation at the out-of-band wavelengths, the out-of-range contribution has typically been expected to be negligible. However, considering the high solar irradiance level in the visible wavelength region compared with the irradiance level at the short UV region; possible degradation of the bandpass filter, which includes a hygroscopic nickel sulfate (NiSO 4 (H 2 O) 6 ) element that may exhibit structural changes with humidity; and the effects of the transition band between the pass-and stopbands of the filter, the possibility of a stray light contribution from out-of-range radiation cannot be fully ignored.
This study presents the results of the slit function measurements for two Brewer MKII instruments at several laser wavelengths. The instruments were also characterized for stray light at several out-of-range wavelengths. To further investigate the out-of-range properties of the instruments, several bandpass filters -both new and used -were characterized separately for spectral transmittance properties in the wavelength range from 200 nm to 850 nm. In addition, the spatial nonuniformities of the filters were characterized in order to determine the quality and possible degradation of the filters. Finally, the instrument and filter characterization results
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Atmosphere-Ocean brewer˙stray˙light˙formatted were used to simulate the stray light properties of single-monochromator Brewers in order to find out how different wavelength regions contribute to the overall stray light at the UV, and how this affects the ozone retrieval.
Structure of the Brewer Instrument
A brief description of the structure and operating principle of the Brewer instrument, as it pertains to stray light characteristics, is given in this section. The Brewer MKII is used as the basis of this description, as both of the instruments characterized in the study were of this type.
The differences between the instrument models are briefly described at the end of the section.
For a more thorough description of the instruments, refer to the instruction manuals (Kipp & Zonen, 2015; SCI-TEC Instruments Inc., 1999a , 1999b . Figure 1 shows the schematic overview of the optics of the Brewer MKII spectrophotometer.
The instrument has three user-selectable inputs: direct input, global input, and calibration lamp input (not pictured). The input is selected by turning the zenith angle prism to the corresponding position. The zenith angle prism is also used to adjust the zenith angle of the direct input, while the azimuth angle is adjusted by rotating the instrument on its tripod. The global input is equipped with a polytetrafluoroethylene (PTFE) -based UV diffuser that collects radiation from the entire hemisphere. The adjustable iris diaphragm placed at the focal point between two focusing lenses is used to adjust the field-of-view in the direct measurement mode. The two filter wheels of the foreoptics contain film polarizers, a quartz diffuser for use in measurements with the direct input and the calibration lamp, neutral density (ND) filters for attenuating the signal, an opaque disk for blocking the radiation, and empty spaces for situations where no adjustments to the radiation field are required. (SCI-TEC Instruments Inc., 1999a) Behind the filter wheel, a plano-convex lens focuses the radiation to the fixed input slit of the monochromator. The radiation passes through a correction lens and is collimated with the spherical mirror on the surface of the holographic diffraction grating. In spectral measurements, the grating is rotated using a motorized rotation stage, while in ozone measurement, the grating position is stationary. In both measurement modes, the second diffraction order is directed via the spherical mirror to the exit slit mask assembly. The exit slit assembly has six openings, and the cylindrical slit mask has eight positions, one for each slit as well as positions for dark signal measurement and for measurement through two slits simultaneously. In ozone measurements, the discrete wavelengths are selected by turning the slit mask while the grating remains stationary.
(SCI-TEC Instruments Inc., 1999a)
A Fabry lens located behind the exit slit focuses the radiation on the cathode of the photomultiplier tube (PMT) of the instrument. In the Brewer MKII, a solar-blind filter, consisting of a NiSO 4 element sandwiched between two UG-11 glass filters, is fixed between the exit slit and the PMT to block radiation at wavelengths longer than about 325 nm. Due to the fact that the radiation is not focused on the surface of the filter, the radiation passing through different exit slits hits different parts of the filter. (SCI-TEC Instruments Inc., 1999a)
The Brewer MKIV is capable of performing nitrogen dioxide (NO 2 ) retrieval due to a different grating and filter configuration compared with the Brewer MKII. The grating of MKIV is used in the third diffraction order in ozone retrievals, and the second diffraction order in NO 2 retrievals. Instead of a fixed solar-blind filter, MKIV has a filter wheel behind the exit slit that has a visible light blocking UG-11 filter, a NiSO 4 /UG-11 filter for ozone retrieval, and a UV March 12, 2018 Atmosphere-Ocean brewer˙stray˙light˙formatted blocking BG-12 filter for NO 2 retrieval (SCI-TEC Instruments Inc., 1999b). The Brewer MKIII is used in the first diffraction order in the UV (Kipp & Zonen, 2015) . The instrument does not feature bandwidth limiting filters behind the exit slit, because the double-monochromator provides enough stray light rejection for UV measurements and ozone retrievals.
Stray Light Measurements

3.a Measurement Setup for Brewer MKII #037 Characterization
The stray light properties of the Brewer MKII #037 spectrophotometer of the Finnish Meteorological Institute (FMI) were measured using a setup of Aalto University shown in Figure 2 . In order to study the stray light at several wavelengths, three lasers were used, a helium-cadmium Three measurement geometries were used in the stray light characterization. In measurement mode 1, the laser beam was directed at the center of the global diffuser input of the Brewer instrument perpendicular to the surface using a mirror placed on top of the instrument. In mode 2, an auxiliary transmitting diffuser plate was placed in front of the laser beam and the direct input of the Brewer instrument was aimed at the illuminated spot on the opposite side of the diffuser. In mode 3, the laser beam was aimed at the direct port of the Brewer instrument using a mirror. In the third measurement mode, the internal diffuser of the filter wheel of the Brewer foreoptics (see Figure 2 ) was utilized. Measurements were carried out with all three lasers in mode 1, while in modes 2 and 3 only the HeCd laser at 325 nm and 442 nm wavelengths was utilized. This was done due to time limitations and, in case of mode 3, due to the fact that alignment of the laser beam and the direct input of the instrument could only be achieved with help of the in-range wavelength. In each out-of-range measurement, the wavelength range was scanned from 290 nm to 327 nm in 1 nm steps. The slit function at 325 nm was scanned in three parts using different slits to cover a wider wavelength range than would be possible with a single slit. Slit 1 of the slit mask was used for the short wavelength side (290 nm-323 nm) and slit 5
for the long wavelength side (327 nm -338 nm). Additionally, the region around the peak of the slit function (323 -327 nm) was measured in 0.05 nm wavelengths steps, with an internal ND filter of the filter wheel of the Brewer foreoptics attenuating the signal.
3.b Measurement Setup for Brewer MKII #030 Characterization
The stray light properties of the Brewer MKII #030 spectrophotometer of Deutscher Wetterdienst (DWD) were measured at the tunable laser facility of Physikalisch-Technische Bundesanstalt (PTB) (Winter et al., 2014) using the setup shown in Figure 3 . A frequency-doubled and -tripled mode-locked titanium-sapphire laser (120 fs pulses at 80 MHz repetition rate) formed a radiation source tuneable in the UV and visible wavelength ranges that was used for the measurements.
The bandwidth of the radiation source was approximately 1.3 nm in the UV region. The output power of the laser system was attenuated according to the needs of the instrument using an ND filter. The radiation was directed to an integrating sphere placed on top of the global port of the Brewer instrument via a liquid light guide. A photodiode with known spectral responsivity March 12, 2018 Atmosphere-Ocean brewer˙stray˙light˙formatted placed in one of the ports of the integrating sphere was used to monitor the signal level. The measurements were carried out using several in-range (295 nm, 310 nm, and 320 nm) and out-of-range (330 nm, 338 nm, 350 nm, 400 nm, and 500 nm) wavelengths. To make sure that the fluorescence of the integrating sphere does not affect the stray light characterization of the Brewer instrument, measurements at 310 nm were repeated with the laser beam irradiating the global port directly, without the use of the integrating sphere.
3.c Measurement Results
Figure 4(a) shows the readings c(λ MC , λ rad ) of the studied spectrophotometers as a function of monochromator wavelength λ MC measured at discrete in-range radiation wavelengths λ rad . To account for the differences in bandwidths of the sources in the two characterization setups and to enable direct comparison of the stray light suppression properties, i.e., the out-of-band regions of the slit functions, the integrals of counts of the measured peaks were used as the basis of the normalization. The curves were then scaled such that the peak value for instrument #037 results at λ rad = 325 nm was unity.
The measured counts can be expressed as
where R(λ rad ) is the responsivity of the instrument, t int is the integration time, E e,λ (λ rad ) is the spectral irradiance level of the radiation, and s(λ MC − λ rad ) is the slit function of the instrument.
The slit function has the value of one at s(0 nm) and typically decreases as the wavelength difference |∆λ| = |λ MC − λ rad | increases. To simplify the analysis, in equation (1), the slit function is assumed to retain its shape at different radiation wavelengths. As some wavelength dependent changes in the out-of-band regions of the slit functions are visible in Figure 4 , further measurements and wavelength-dependent slit function analysis should be carried out in the future, in order to find out the effect of this phenomenon on the stray light correction.
Figure 4(b) shows the slit functions s(∆λ) measured at different in-range radiation wavelengths λ rad . The slit functions are normalized using a similar scheme as described for Figure 4 (a).
The peaks of the slit functions of Brewer #030 appear wider than those of Brewer #037, because of the wider bandwidth of the source used in the stray light characterizations of Brewer #030.
Outside the center regions (out-of-band) of the slit functions, the signal levels of the two instruments are of similar magnitude. The shape of the long wavelength tails of Brewer #030 also varies depending on the source wavelength, with a difference of about 3 × 10 −5 at ∆λ = 14 nm between the radiation wavelengths of λ rad = 295 nm and λ rad = 310 nm. This difference can be caused by changes in the dispersive properties of the grating at different wavelengths. Figure 4 illustrates how radiation at several fixed wavelengths entering the instruments affects the readings at different monochromator grating positions corresponding to λ MC . To express the effect of radiation at different wavelengths on the signal at a fixed monochromator position λ MC , the following stray light function can be used:
where the division by R(λ MC ) normalizes the value to one when λ rad = λ MC . The last part of the equation can be used when there are measurement data at a monochromator position λ MC for a given radiation wavelength λ rad . When f s (λ rad , λ MC ) is multiplied by the spectral irradiance E e,λ (λ rad ) of the source and integrated over the spectral responsivity range of the instrument, the cumulative effect of radiation at a given monochromator wavelength λ MC can be determined.
When s(λ MC − λ rad ) is assumed to retain its shape at different radiation wavelengths λ rad , the in-range measurements of Figure 4 at discrete radiation wavelengths λ rad,peak can be used to estimate the effect of radiation at an arbitrary wavelength λ rad on the signal at monochromator position λ MC , as
c(λ MC + λ rad,peak − λ rad , λ rad,peak ) c(λ rad,peak , λ rad,peak ) .
The equation is derived by considering the level of c(λ MC , λ rad,peak ) -originally measured at λ rad = λ rad,peak -at a distance ∆λ = λ MC − λ rad from the peak, shifting the function so that the peak is at λ rad = λ MC , and taking into account the instrument responsivities at different wavelengths. Figure 5 shows the stray light of the Brewer spectrophotometer as a function of radiation wavelength λ rad at a fixed monochromator wavelength of λ MC = 315 nm. This wavelength was chosen because it is in the middle of the wavelength region of interest in the ozone measurements.
The continuous parts of the figure were calculated with equation (3) based on the slit function measurements of Figure 4 . The spectral responsivity of Brewer #037 -measured up to about reality, the stray light functions are affected by the potential differences in spectral responsivities.
The discrete points at longer wavelengths were derived from equation (2) based on the out-ofrange measurements of the instruments. Some increase in signal level compared with the noisefloor of the measurement was observed in the measurement at 330 nm, as this wavelength was still within the transition band of the solar-blind filter of the Brewer instruments. All of the measurements at out-of-range wavelengths from 338 nm up to 647 nm were noise-limited, i.e., no signal above the dark signal level was observed in the scanning range of the instruments.
Therefore, the standard deviation of the measurement noise was used as the worst-case estimate of the reading c(315 nm, λ rad ), and, in reality, the stray light levels are likely to be significantly lower than the discrete values above 338 nm. The observed variation in out-of-range stray light levels was caused by the differences in the laser power levels at each wavelength. 
Solar Blind Filter Characterization
To further analyze the out-of-range stray light properties of the single-monochromator Brewer instruments, the transmittances of the visible light blocking solar-blind filters were measured both as a function of wavelength and position. One unused and three used filters were studied for this purpose.
The spectral transmittances of the filters are presented in Figure 6 . The transmittances were measured using a commercial spectrophotometer, PerkinElmer Lambda 900. To increase the signal-to-noise ratio in the stopband of the instrument, the wavelength range between 340 nm and 850 nm was measured in cascade mode, where the transmittance of the filter under study was compared with that of an ND filter with a known transmittance of approximately 1 %.
Because of this, the noise floor is about two orders of magnitude smaller in the long wavelength stopband compared with the short wavelength stopband. While the spectral transmittances in the passbands of the filters differed noticeably, no stopband leaks above the noise floor of the measurement -between about 10 −7 and 10 −6 depending on the measurement -were detected for wavelengths above 360 nm for any of the filters. The spatial transmittances of the filters were measured in the laser setup designed for characterizing optical components (Vaskuri, Kärhä, Heikkilä, & Ikonen, 2015) . A helium-cadmium laser at the wavelength of 325 nm was used as the radiation source. The 1/e 2 diameter of the beam was 1.6 mm. The filter under study was mounted on an XY-translator and the area of the filter was scanned along two perpendicular axes in 0.5 mm intervals. An integrating sphere with a photodiode was used to measure radiation that was transmitted through the filter.
The results of the spatial transmittance measurements are shown in Figure 7 . As can be seen brewer˙stray˙light˙formatted in Figure 7 (a) the transmittance of the unused filter is relatively uniform in the center region of the filter, with a standard deviation of 0.36 % in the 10 × 10 mm 2 square around the center of the filter. The drop in transmittance of about 10 % compared with the center is likely caused by nonuniformity in the NiSO 4 structure within the filter assembly, since the surfaces of the UG-11 elements had no visible defects that could explain the drop in transmittance. One of the used filters exhibits relatively good spatial uniformity (Figure 7 (b)), with a standard deviation of 0.17 % in the center region and no significant defects in the entire region of the filter. The other two used filters exhibit significant spatial nonuniformities, as seen in Figures 7(c) and 7(d), with standard deviations of 14 % and 13 %, respectively, in the center region of the filter. Again, as the surfaces of the UG-11 elements are visually relatively uniform, it is likely that the nonuniformity is the result of changes in the density of the NiSO 4 within the filter structure.
Changes in the uniformity of the solar-blind filter are unlikely to cause issues as long as the output of the system is monitored regularly using the internal standard lamp of the instrument, and deviations in the results are detected and interpreted properly. If the density of the NiSO 4
is very low at the center region of the filter, the stopband blocking will mostly depend on the properties of the UG-11 filters. This decreases the stopband blocking overall. In addition, UG-11 filters have secondary passband at around 720 nm. While this leak is unlikely to cause noticeable stray light with PMTs that are sensitive up to about 650 nm, problems may arise in case the instrument is retrofitted with a PMT that is sensitive at longer wavelengths. Furthermore, if there are large gradients in the transmittance profile in the center region of the filter, then any changes in the location of the illuminated spot on the filter -due to, e.g., poor mechanical stability, movement caused by thermal expansion, or, in case of the Brewer MKIV, poor repeatability of the positioning of filter wheel -can lead to increased measurement uncertainty. These types of issues are detected in standard lamp tests as increased variability of the results.
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Analyzing the Effect of Out-of-Range Stray Light
The out-of-range stray light properties of the Brewer spectrophotometer were analyzed based on the results of the slit function and the solar-blind filter transmittance measurements. As the spectral responsivity of Brewer MKII instruments can be determined directly in a limited wavelength range -between approximately 290 nm and 340 nm -only, the spectral responsivity of the instrument R(λ) was assumed to consist of the transmittance of the solar-blind filter (filter 'new' of Figure 6 ) and the nominal spectral responsivity of a type of PMT used in a portion March 12, 2018 Atmosphere-Ocean brewer˙stray˙light˙formatted of MKII instruments, including Brewer #037 (ET Enterprises, 2010). The nominal spectral responsivity of the PMT was the highest at about 350 nm and dropped to 1 % and below above 600 nm. As the spectral responsivity of the PMT was relatively flat around the passband of the instrument, the overall shape of the spectral responsivity was largely defined by the transmittance of the filter. The effect of other optical components on the spectral responsivity was ignored in this simplified analysis. The slit function of the instrument s(∆λ) was assumed to have the shape of the slit function of Figure 4 measured at 325 nm, with a constant base level of 3 × 10 −5 outside the peak region. The slit function was assumed to retain its shape at all radiation wavelengths. The spectral irradiance of the calibration source E e,λ,cal (λ) was assumed to be that of a typical incandescent lamp.
For the simulation, the direct solar spectral irradiances E e,λ,solar (λ) at different solar zenith angles θ s were obtained using the radiative transfer library libRadtran (Mayer & Kylling, 2005) with sdisort solver (Dahlback & Stamnes, 1991; Stamnes, Tsay, Wiscombe, & Jayaweera, 1988) , and Bass and Paur (1985) ozone absorption cross sections. Atmospheric temperature, pressure, as well as air and trace gas density profiles were assumed to be those of the US Standard model of Anderson, Clough, Kneizys, Chetwynd, and Shettle (1986) with total ozone column (TOC) of about 340 Dobson units (DU). The extraterrestrial solar spectral irradiance was a combination of Atlas data (Woods et al., 1996) , from 200 nm to 420 nm, and Kurucz (1995) data (referred to as Modtran data in libRadtran), from 420 nm to 800 nm.
The measured spectral irradiance E e,λ,m (λ) in the presence of stray light was calculated as
where the spectral irradiances of both sources are weighted by the responsivity of the instrument and convolved with the slit function s(∆λ). It should be noted that this analysis ignores the potential signal contribution from other diffraction orders of the grating, e.g., the first-order diffraction of 580 nm -680 nm overlapping with the measurement range of the Brewer MKII operated in the second diffraction order.
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The correction of stray light was simulated by calculating the convolution of equation (4) for both sources only for wavelengths that were outside the wavelength range of the correction, i.e., above the cutoff wavelength λ cutoff . The resulting stray light contributions were then summed to the ideal weighted spectral irradiances below λ cutoff , while above the cutoff wavelength, the convolution results were used directly. The stray-light-corrected spectral irradiance was then calculated from the ratio of the data of the two sources similar to equation (4). This type of calculation ignores the uncertainties associated with deconvolution analysis carried out on the real measurement data using an imperfect estimate of the slit scattering function, i.e., the only source of error in the simulated correction comes from the limited wavelength range of the deconvolution. illustrated in Figure 9 which shows the normalized spectral irradiances at two solar zenith angles weighted by the instrument responsivity. Significant part of the weighted spectral irradiance lies at wavelengths above 325 nm -20 % and 37 % at θ s = 50 • and θ s = 75 • , respectively -thus contributing to the residual stray light if the correction is not extended to higher wavelengths.
When more of the short wavelength radiation is absorbed by the ozone content, due to, e.g., larger solar zenith angle, a greater portion of the weighted spectral irradiance will reside at wavelengths above 325 nm, thus increasing the residual stray light. On the other hand, only a small portion of the weighted irradiance lies beyond 340 nm -0.2 % and 0.5 % at θ s = 50 • and θ s = 75 • , respectively -which means that extending the stray light correction beyond this wavelength is unlikely to meaningfully decrease the overall uncertainty of the measurement, as other sources of uncertainty, such as imperfections in the deconvolution and poor signal-to-noise ratio, start to dominate. The effect of stray light on the ozone retrieval was studied by calculating the TOC values from the simulated spectra of Figure 8 as well as similarly produced spectra at θ s = 80 • and θ s = 85 • using the four-wavelength method commonly utilized in Brewer ozone retrievals (Kerr et al., 1981) . In the analysis, the ozone absorption and Rayleigh scattering coefficients, as well as the solar spectral irradiances were first convolved with the center part of the measured slit function of the Brewer instrument. The relative errors in TOC retrieval compared with ideal retrieval are shown in Table 1 
Conclusions
The stray light properties of two Brewer MKII instruments, #030 and #037, were characterized at both in-and out-of-range wavelengths, using measurement setups based on a tunable laser and multiple discrete lasers, respectively. No stray light above the noise floor of the measurements was observed at any of the tested radiation wavelengths above 338 nm. Some differences were observed in the out-of-band regions of the slit functions between different instruments and at different wavelengths.
Additionally, several band-limiting solar-blind filters were characterized for spectral and spatial transmittances. No leaks were found in the stopband of the filters. Significant spatial nonuniformities were discovered in some of the filters -both old and new ones -with standard deviations in the 10 × 10 mm 2 center region reaching 14 %, suggesting variations in the NiSO 4 density within the filter. Decrease in the NiSO 4 within the center region of the filter can lead to degradation in the stopband blocking of the filter.
The effect of different wavelength regions on the overall stray light of Brewer MKII instruments was studied by simulations. In the simplified model of the Brewer, the spectral responsivity was constructed from the measured spectral transmittance of the solar-blind filter and the responsivity of a typical PMT. The slit function was constructed from the previously measured slit function with an assumption that a constant base-level of 3 × 10 −5 compared with the peak value is maintained at the far regions. Based on the simulations, the out-of-range stray light from wavelengths above 340 nm is unlikely to cause issues in UV measurements in practice, since other sources of uncertainty will dominate over the residual stray light contribution. On the other hand, the simulations also show that a considerable portion of the stray light will remain uncorrected if the correction is carried out only up to the nominal edge of the measurement range of the instrument, which is 325 nm, as listed by the instrument manual (SCI-TEC Instruments Inc., 1999a).
The effect of stray light on the ozone retrieval was simulated by calculating the total ozone column values with the four-wavelength method of Brewer instrument using the simulated spectral irradiances as the input. As an example, at the specific simulation conditions and with the solar zenith angle of θ s = 75 • , the relative errors compared with the ozone values calculated from the ideal spectrum were −1.6 %, −0.3 %, and −0.004 % for retrieved spectra with no correction, and with correction up to λ cutoff = 325 nm and λ cutoff = 340 nm, respectively. In general, the relative error in ozone retrieval caused by stray light increases with longer slant paths, as the portion of short wavelength UV decreases due to increased ozone absorption.
While the out-of-range stray light from wavelengths beyond 340 nm is unlikely to affect the UV measurement and ozone retrieval results in practice, it is recommended to consider and correct for the stray light in the transition band beyond the nominal edge of the measurement range of 325 nm. To account for the contribution from the transition band in some deconvolutionbased stray light correction methods where the analysis is extended only up to the wavelength of 325 nm, additional stray light removal steps, such as subtracting the signal level at the lowest measurable wavelengths from the signal at all wavelengths, are utilized (Fioletov et al., 2000; Kerr, 2002) . Nevertheless, since the signal can be measured up to at least 338 nm using a singlemonochromator Brewer, an adequate stray light correction in the transition band may also be possible using a purely deconvolution-based method, when wide enough wavelength range is utilized, provided that the signal-to-noise ratio remains high enough for the spectral irradiance and instrument responsivity determination beyond 325 nm. It should be noted that, in addition March 12, 2018 Atmosphere-Ocean brewer˙stray˙light˙formatted to the wavelength range over which the correction is calculated, the quality of the stray light correction is also affected by the quality of the slit function and instrument spectral responsivity characterizations. Moreover, the shape of the slit function may change at different radiation wavelengths as indicated by the laser-based characterizations of this study. The effect of this wavelength dependence on the deconvolution needs to be further studied. The findings suggest that future slit function characterization setups of single-monochromator Brewer instruments should provide several monochromatic lines within pass-and transition bands of the instruments, i.e., wavelengths below about 360 nm, with one or more high-intensity lines at longer wavelengths to test the quality of the solar-blind filter. If this type of setup can be made portable -e.g., by using diode lasers or compact monochromator systems -several Brewer instruments could be characterized during field campaigns and the results be compared. The recommended interval between subsequent stray light characterizations depends on the long term stability of the stray light properties of the instruments.
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